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Certificate of Sterility A~ )
Product:  Petri Dishes p J/
Lot No.s G19180 H01057\\ 130119 4
G26110 H02360 . H31360
G26360 H02057 \‘»;431110 \\/
G27360 H03260 101360
G27110 HO0405 102360,
G28360 HO4360 N 105110
G28110  \HO5057 105360
G29110  HO5360 106110
G29360 - HO9057 106360
G20057 129360« 107110
G30360 \(H28110 \\/;;)7057
~HOI360 130360

Test Method: Modified USP <71>, Sterility Te\s“ns ~ Phoenix les?iéx@géol (SOP#:GL1005-Not ISO 17025 nor Health Canada accredited)
Number of Units Tested pér lov #: 4 \

Test Results: ~ N
Y ' A Fluid Thioglycollate Agar Soybean-Casein Digest Agar
Incutm)p;f’iﬁe ___ 14 days /32.5°C +/- 2.5°C 14 days /22.5°C +/- 2.5°C
Test Product y : = > - 1 2 = 2
\ N NG [ NG | NG | NG NG | NG | NG | NG
Negat%@*@eﬂtﬂ_(\Medium only) NG NG
[TSBA #1905525, FTGA #1865823]
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STRICTLY CONFIDENTIAL

This report may not be reproduced, except in full,
without written permission from Gelda Scientific.
Ref: SOP 10.1 See statements on reverse side.



